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Abstract
This paper presents a novel, high sensitive analytical method for electrochemical determination of viloxazine at boron-doped 
diamond electrode using differential pulse voltammetry (DPV). The verification of viloxazine electrochemical behavior 
proved that viloxazine undergoes diffusion controlled, one-electron irreversible oxidation process. Optimization stage allowed 
for selection of acetate buffer solution (pH 5; 0.1 mol dm−3) as the best suitable supporting electrolyte and determination 
of DPV parameters. The calibration curve was obtained in the concentration range 0.1–20.0 µmol dm−3 with the detection 
limit equal to 0.04 µmol dm−3, respectively. The optimized procedure was validated by studying the sensitivity, accuracy, 
and precision of obtained results. The proposed method was successfully employed for viloxazine determination in spiked 
tap and river water samples with recovery of 95.8–98.8%.
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Introduction
In recent years, a significant increase in the consumption 
of various pharmaceuticals, including antidepressants, can 
be noticed. Depression is classified as chronic or recurrent 
mood disorder that affects about 121 million people all 
around the world [1]. The continuous increase in the con-
sumption of antidepressants has been recorded in most of the 
well-developed countries. The Eurobarometer report from 
2010 indicates that almost 7.5% of the European popula-
tion use antidepressants regularly [2]. Such a large intake of 
antidepressants is also associated with increasing concentra-
tion of these drugs and their metabolites in the environment. 
Many of them are not effectively removed by wastewater 
treatment, thus they are getting into sources of drinking 
water, groundwater or bottom sediments [3–7]. World Health 
Organization in report from 2012 suggests that concentra-
tion of pharmaceuticals in environmental waters usually did 
not exceed 0.1 µg dm−3 [8]. However, numerous research 
conducted in different countries such as USA, Canada, 
China, or Denmark indicate the occurrence of much higher 
concentrations of antidepressants in surface waters, reach-
ing even 10 µg dm−3, what is equivalent to approximately 
50 nmol dm−3 [5, 9–12]. These observations prove that 
monitoring the presence of pharmaceutical contaminants 
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in the environmental waters is extremely important. Thus, 
it is essential to develop analytical methods that allow the 
determination of antidepressants in both biological and envi-
ronmental samples with high precision and accuracy.
2-[(2-Ethoxyphenoxy)methyl]morpholine, commonly 
known as viloxazine (Fig. 1), is a selective norepinephrine 
reuptake inhibitor (NRI) with minimal inhibitory effect on 
the reuptake of serotonin (5-HT) receptors. This drug has 
been widely used in the treatment of various types of depres-
sion, especially in the elderly with a tendency to delirium 
owing to minimal sedative anticholinergic and adrenergic 
effects. Viloxazine is almost completely absorbed follow-
ing oral administration and in its unchanged form is carried 
by blood. Viloxazine is mainly excreted in the urine with 
about 12–15% being eliminated in unmetabolized form [13]. 
Considering the relatively poor degree of drug metabolism, 
it can be assumed that viloxazine could be found in the envi-
ronmental waters.
Quantitative determination of viloxazine has been per-
formed mainly in tablets and biological fluids, such as blood 
and urine [14–16]. So far, no one proposed a procedure to 
determine trace amounts of this drug in environmental water 
samples. Previously published methods for viloxazine deter-
mination include gas chromatography with flame ionization 
[15], electron capture [17], or nitrogen–phosphorus [18, 19] 
detection and high-performance liquid chromatography with 
fluorescence [14] and UV spectrophotometric [16] detection. 
Only one work proposed analytical method for viloxazine 
determination based on voltammetric techniques, precisely 
square-wave voltammetry measurements performed at 
glassy carbon electrode [20].
In recent years carbon-based electrodes have gained in 
importance and definitely outweigh the noble metal elec-
trodes for electrochemical characteristics of organic and 
biological molecules. The main benefits of such materials 
are their electrocatalytic activity for a variety of redox reac-
tions, low cost, wide potential window, and the possibility of 
modification with porous materials with large surface areas. 
Graphite and glassy carbon electrodes are, however, also 
known to suffer from surface fouling and oxide formation by 
reaction with oxygen and water. These surface reactions can 
have a significant effect on adsorption and electron-transfer 
kinetics [21].
Boron-doped diamond (BDD) electrodes have become 
attractive materials for electrochemical applications instead 
of glassy carbon or graphite due to their wider potential 
window, low background currents, high chemical inertness, 
high thermal conductivity, and high mechanical stability. 
Their superior overpotential for both oxygen and hydrogen 
is responsible for the widest potential window measured in 
aqueous electrolytes so far. Thus it gives the opportunity to 
study compounds with high oxidation and reduction poten-
tials [22]. Owing to these properties, boron-doped diamond 
electrodes are well-known for their low adsorption, resist-
ance to (bio)fouling, excellent response stability, and low 
background, which made them popular for a wide range of 
electroanalytical applications for both inorganic and organic 
compounds [23–27].
The aim of this work was to develop new analytical pro-
cedure for viloxazine determination and investigate their 
electrochemical behavior at boron-doped diamond elec-
trode performing cyclic voltammetry (CV) and differential 
pulse voltammetry (DPV) measurements. The usefulness of 
obtained method was examined by determination of viloxa-
zine in spiked environmental water samples.
Results and discussion
Electrochemical behavior of viloxazine
The electrochemical behavior of viloxazine was verified 
using cyclic and differential pulse voltammetry measure-
ments performed using BDD electrode as a working elec-
trode. As can be seen from cyclic voltammograms (Fig. 2a), 
viloxazine undergoes an irreversible oxidation process with 
one anodic wave observed at the potential close to 1.2 V. 
The application of a more sensitive DPV technique allowed 
to observe the formation of one anodic wave, recorded at 
1.23 V and additionally, in some cases, peak shoulder at 
potential of ca. 1.07 V (Fig. 2b). The poorly shaped small 
wave visible at the base of the viloxazine oxidation peak 
has not been explained and interpreted in this work. It was 
observed only in DPV measurements performed without 
accumulation step or for viloxazine concentration exceeded 
10 µmol dm−3. The appearance of the peak shoulder is prob-
ably related to rapid adsorption processes of the substrate 
and the reaction product on the surface of the working elec-
trode resulting from the impulsive character of potential 
changes, characteristic for DPV technique.
The influence of the supporting electrolyte on the viloxa-
zine oxidation peak current was also investigated. For this Fig. 1  The structural formula of viloxazine
1657Determination of viloxazine by differential pulse voltammetry with boron‑doped diamond…
1 3
purpose cyclic voltammograms were recorded in a broad pH 
range (4–10) in 10 µmol dm−3 viloxazine solution, using as 
a supporting electrolyte three types of buffer solutions—
acetate buffer (pH 4 and 5), phosphate buffer (pH 5, 6, 7, 8), 
and ammonium buffer (pH 8, 9, 10). Recorded voltammo-
grams were subjected to the baseline correction and based 
on them, dependence of peak current and peak potential (Ep) 
in a function of pH value and concentration of buffer solu-
tion were determined (Fig. 3). Obtained results proved that 
the oxidation peak current is highly dependent on pH value 
of the solution used as a supporting electrolyte. It can be 
observed that peak current evenly grows with decreasing 
pH, and reaches maximum value for pH equal to 5 (Fig. 3a). 
Simultaneously, with declining pH the peak potential shifted 
towards more positive values (Fig. 3b), which proved the 
participation of protons in occurring electrode reaction. The 
dependence between peak potential and pH was linear with 
the slope of − 59.53 mV/pH, indicating the involvement in 
the viloxazine oxidation process the equal number of elec-
trons and protons [28]. Moreover, type of used buffer solu-
tion influenced the registered current—application of acetate 
buffer instead of phosphate buffer with the same pH value 
allowed to obtain the highest peak current. Concentration 
of acetate buffer solution affected the recorded oxidation 
peak current as well (Fig. 3c). It can be noted that height of 
peak current decrease with the lowering of buffer concentra-
tion. Accordingly, acetate buffer at pH 5 and concentration 
0.1 mol dm−3 was chosen as the best supporting electrolyte 
and was used in further studies.
According to Randles–Sevčik equation, peak current 
(Ip) depends on square root of the scan rate (ν), therefore, 
this relationship should be linear when oxidation process 
is controlled by the diffusion [29]. The verification of scan 
rate impact on the recorded oxidation peak current and 
peak potential was performed in the range from 0.0125 to 
0.5 V s−1 (Fig. 4a). The dependence of the peak current on 
square root of the scan rate (Fig. 4b) assumed the linear 
correlation, which is consistent with Randles–Sevčik equa-
tion, then the viloxazine oxidation can be considered as a 
diffusion-controlled process.
To verify the path of occurring electrode reaction, 
based on the recorded voltammograms, the influence of 
scan rate on the oxidation peak potential (Ep) was exam-
ined (Fig. 4c). It was observed that oxidation peak shifted 
towards more positive potentials with increasing scan rate, 
what is expected for an irreversible oxidation process [29]. 
The dependence of Ep in function of ln(ν) assumed the linear 
dependence with the slope equal to 0.0281. For an irrevers-
ible, diffusion-controlled process the relationship between 
oxidation peak potential and natural logarithm of scan rate 
can be described by equation [30]:
where Ep—peak potential [V], A—constant value, R—gas 
constant (R = 8.314 J mol−1 K−1), T—temperature [K], α—
charge transfer coefficient, n—number of electrons, F—Far-
aday constant F = 96,485 C mol−1, ν—scan rate [mV s−1].
Based on the obtained slope value for dependence pre-
sented in Fig. 3c, the number of the electron transfer was 
calculated. Assuming standard value of charge transfer coef-
ficient for irreversible process equal to 0.5, number of elec-
trons was calculated as 0.914, which confirmed one-electron 
transfer for viloxazine oxidation process.
The correctness of determined number of electrons par-
ticipating in the electrode reaction was verified by calculat-
ing n on the base of second, independent equation [30]:
(1)Ep = A + (RT∕2훼nF) ln(휈),
Fig. 2  Cyclic (a) and differen-
tial pulse (b) voltammograms 
registered for phosphate buffer 
solution (pH 7; 0.1 mol dm−3) 
(dotted line) and containing 
20 µmol dm−3 viloxazine solu-
tion (solid line); CV param-
eters: scan rate 0.1 V s−1; DPV 
parameters: potential step 8 mV, 
pulse width 40 ms (20 ms of 
waiting time and 20 ms for 
current sampling time), pulse 
amplitude 50 mV, without accu-
mulation step
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Fig. 3  Influence of pH value on registered viloxazine oxidation peak 
current (a) and peak potential (b) in CV measurements (scan rate 
0.1  V  s−1) obtained in the presence of 10  µmol  dm−3 viloxazine in 
acetate buffer solution (pH 5; 0.1 mol dm−3); c recorded cyclic vol-
tammograms (scan rate 0.1 V  s−1; curves subjected to baseline cor-
rection) in acetate buffer (pH 5) with a concentration of 0.1 (I), 0.05 
(II), 0.01 (III), and 0.005 (IV) mol dm−3 in the presence of viloxazine 
(10 µmol dm−3)
Fig. 4  Cyclic voltammograms recorded for increasing scan rate values (a) and their impact on viloxazine oxidation peak current (b) and peak 
potential (c); inset: CV curves from a presented in narrower potential range and subjected to baseline correction; scan rate 0.1 V s−1
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where Ep/2 is a potential where the current is at half the peak 
value (other symbols explained with Eq. 1). The calculated 
potential difference (Ep− Ep/2) for analyzed reaction was 
equal to 85.6 mV (for viloxazine oxidation peak recorded 
at scan rate 0.1 mV s−1), which gives the electrons number 
value equal to 1.114, thus confirming the participation of 
one electron in viloxazine oxidation process.
Previously suggested mechanism of viloxazine oxidation 
indicates that the recorded anodic wave proceeds most likely 
via formation of cation-radical intermediate in aromatic part 
of molecule through a one-electron transfer occurring without 
protons participation [20]. Results and calculations obtained 
in this work suggest that electrode reaction proceeds rather via 
oxidation of secondary amine group through a one-electron 
transfer, accompanied by the release of one proton. These con-
clusions are consistent with previous literature reports related 
to secondary amine derivatives oxidation [31–33]. The mech-
anism of proposed electrode reaction is presented as Fig. 5.
It can be also noted that cyclic voltammetry measure-
ments indicate the electrode reaction as diffusion-controlled 
process. However, DPV measurements suggest that viloxa-
zine oxidation is preceded by adsorption of its molecules 
on the electrode surface. These observations leads to the 
conclusion that viloxazine oxidation performed during DPV 
measurements could be considered as both adsorption- and 
diffusion-controlled processes.
Optimization of experimental parameters
For quantitative determination of viloxazine the differential 
pulse voltammetry was selected as the suitable analytical 
technique. Therefore, DPV parameters, such as potential 
step (Es), pulse width (ts), and pulse amplitude (dE), were 
optimized without accumulation step.
To choose the best potential step value, DP voltammo-
grams for different values of potential step were recorded, 
applying pulse width equal to 40 ms and pulse amplitude of 
50 mV with previously developed measurement conditions 
(Fig. 6a). For each value of the changing parameter measure-
ments were repeated three times and standard deviation of 
recorded peak current was calculated. It can be observed that 
(2)Ep − Ep∕2 = 47.7mV∕(훼n),
with the growth of the potential step, the peak current also 
increases, which is related to the faster change of potential, 
so the larger scan rate. The highest and the most repeatable 
peak current value was obtained for potential step equal to 
7 mV, therefore, this value was chosen for further studies.
For pulse width optimization, six values of pulse width 
(10, 20, 30, 40, 50, and 60 ms) were tested using previously 
chosen value of potential step and pulse amplitude of 50 mV. 
It can be noted (see Fig. 6b) that increasing pulse width 
extends the duration of each measurement, so reduces the 
scan rate. Therefore, with longer pulse width, lower peak 
current values were obtained. Taking into account the height 
of peak current and repeatability of measurements the best 
results were achieved for pulse width equal to 20 ms, which 
was equivalent to 10 ms of waiting time and 10 ms of current 
sampling time. Consequently, this value of pulse width was 
applied in following measurements.
Pulse amplitude value was chosen on the basis of DP 
voltammograms registration using pulse amplitude values 
between 10 and 80 mV (both positive and negative modes), 
with previously chosen potential step and pulse width, 7 mV 
and 20 ms, respectively (Fig. 6c). It can be seen that peak 
current grown with the higher absolute values of pulse ampli-
tude. However, with a growth of pulse amplitude repeatabil-
ity of measurements decreases. In case of negative modes of 
pulse amplitude, lower peak current with worse repeatability 
was obtained than for corresponding positive modes. Eventu-
ally, 50 mV was chosen as an optimal value of this parameter.
Additionally, other voltammetric parameters such as 
potential (Eacc) and time (tacc) of preconcentration were 
taken into account to enhance recorded peak current. Six 
values of accumulation potential between 0.2 and 0.8 V 
were tested applying accumulation time equal to 5 s and 
previously chosen measurement conditions (Fig.  7a). 
The highest peak current was achieved for accumulation 
potential equal to 0.5 V. The improvement in peak current 
height was also achieved with growing accumulation time. 
In Fig. 7b it can be observed that for preconcentration time 
above 10 s subsequent growth of accumulation time did 
not affect the registered peak height. It was also noticed 
that for preconcentration time longer than 10 s the meas-
urements repeatability significantly decreased, therefore, 
this value was chosen as an optimal value.
Fig. 5  Proposed mechanism of 
viloxazine oxidation
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Analytical characteristics of developed method
The quantitative measurements, under previously selected 
experimental parameters, were performed for viloxazine in 
concentration range from 0.1 to 20.0 µmol dm−3 (Fig. 8). 
Obtained analytical data were summarized in Table  1. 
The limit of detection (LOD) was evaluated as a 3.3 times 
standard deviation of results obtained for the 0.1 µmol dm−3 
viloxazine concentration (n = 5) over the calibration slope 
[34]. Then the quantification limit (LOQ) was calculated 
as 3 LOD. The calculated values of LOD and LOQ are also 
presented in Table 1. 
Fig. 6  Influence of DPV parameters: potential step (a), pulse width 
(b), and pulse amplitude (c) on viloxazine oxidation peak current 
recorded in acetate buffer solution (pH 5; 0.1 mol dm−3) containing 
10 µmol dm−3 of viloxazine; inserts: DP voltammograms (subjected 
to baseline correction) achieved for different values of each optimized 
parameter. Optimization without accumulation step (tacc = 0 s)
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Limit of detection and linear range were compared with 
other previously reported methods for viloxazine determi-
nation (Table 2). The analytical procedure obtained in this 
work offers high sensitivity and relatively wide linear range. 
The obtained limit of detection is much lower in comparison 
to results described in literature so far, even for chromato-
graphic methods. Despite the fact that indicated by WHO 
concentration levels of pharmaceuticals in environment are 
lower than achieved LOD, in relation to reported concentra-
tions of various antidepressants in waters [5, 9–12], devel-
oped method gives possibility for detection and quantifica-
tion of viloxazine in environmental water samples.
Interference studies
The selectivity of developed method was tested by examin-
ing the influence of different organic and inorganic com-
pounds, which could be present in environmental water 
samples, on the viloxazine oxidation peak current. As possi-
ble interferents Triton X-100 (non-ionic surfactant), sodium 
dodecyl sulfate (SDS; anionic surfactant), cetrimonium bro-
mide (CTAB; cationic surfactant), humic acid and inorganic 
ions  (Na+,  K+,  Mg2+,  Cl−,  NO3−,  SO42−) were chosen. To 
implement this part of the research, appropriate volumes 
of 0.1% standard solution of each organic compound were 
added to supporting electrolyte containing 10 µmol dm−3 of 
viloxazine, obtaining concentrations of interferents equal 
to 0.1, 1.0, 10, 20, and 50 µmol dm−3. For inorganic salts, 
0.1 mol dm−3 stock solutions were used analogically as 
described above, resulting in 10-, 50-, 100-, and 500-fold 
excess of possible interferent in comparison to viloxazine 
concentration. For each tested substance a percentage differ-
ence between peak current registered for viloxazine without 
interferent and with the presence of interferent was calcu-
lated. The limit of tolerance was specified as percentage dif-
ference less than ± 5%.
It was observed that presence of any tested inorganic ion 
in supporting electrolyte solution did not affect the recorded 
viloxazine oxidation peak current. Even in the case of 500-
fold excess of inorganic interferents in comparison to vilox-
azine concentration, obtained peak current differed less 
than 1%, which does not exceed the limit of the acceptable 
signal change. Also in the case of humic acid and anionic 
surfactant (SDS) no visible differences between height of 
the recorded peaks were observed within tested concentra-
tion range of these interferents. Only the presence of Triton 
X-100 and CTAB affected the registered viloxazine oxida-
tion peak height (Fig. 9). It is clearly visible that increasing 
concentration of these surfactants obstructed the electrode 
reaction, and when their concentration exceeded the viloxa-
zine concentration, recorded signal decreased by more than 
20%. However, for lower concentrations of Triton X-100 
Fig. 7  Dependence of accu-
mulation potential for tacc = 5 s 
(a), and accumulation time for 
Eacc = 0.5 V (b) on oxidation 
peak current registered using 
DPV technique in acetate buffer 
solution (pH 5; 0.1 mol dm−3) 
in the presence of 10 µmol dm−3 
viloxazine (potential step 
7 mV; pulse width 20 ms; pulse 
amplitude 50 mV); insert: DPV 
curves (subjected to baseline 
correction) registered for differ-
ent accumulation time values
Table 1  Analytical parameters obtained for viloxazine determination 
using DPV technique
Value
Linearity range/µmol dm−3 0.1–20.0
LOD/µmol dm−3 0.04
LOQ/µmol dm−3 0.11
Sensitivity/µA dm3 µmol−1 cm−2 2.36
Calibration graph details
 Intercept/µA 0.047
 Slope/µA dm3 µmol−1 0.170
 Correlation coefficient 0.998
 Standard error of intercept/µA 0.014
 Standard error of slope/µA dm3 µmol−1 0.002
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and CTAB, no significant impact on the obtained oxidation 
peak current, with signal change less than 5%, was observed.
Achieved results prove that the proposed method is char-
acterized by good selectivity. The possible interference risk 
resulting from the presence of non-ionic and cationic sur-
factants in water samples can be compensated by employing 
of adequate calibration approach, e.g., integrated calibration 
[35] or generalized calibration strategy [36], which enables 
the specification of matrix effects and obtaining the accurate 
results of analysis.
Determination of viloxazine in water samples
For verification of proposed analytical method, the quan-
tification of viloxazine in spiked tap and river water sam-
ples was carried out. Each tested water sample was spiked 
with viloxazine to obtain final concentration of 0.5, 1.0, and 
2.0 µmol dm−3, respectively (see “Samples preparation”). 
The measurements were carried out in accordance with the 
procedure described in procedure of measurements. For each 
prepared spiked sample the viloxazine quantification pro-
cedure was repeated three times and then the mean value 
with confidence intervals (with significance level 0.05) was 
calculated. The results from viloxazine determination are 
presented in Table 3.
It was observed that shape, potential, and height of vilox-
azine oxidation peak recorded registered for spiked water 
samples did not differ from peaks recorded for the same 
viloxazine concentration at previous stages of conducted 
research. It suggests that matrix of tested water samples did 
not affect the signals received.
The recovery of viloxazine in water samples ranged from 
95.8 to 98.8% with relative standard error (RSD) varying 
in the range from 2.2 to 6.1%. The confidence intervals 
obtained for recovery values do not exceed 5.0% what proves 
the acceptable repeatability. Good accuracy and precision 
confirm analytical usefulness of the developed method for 
viloxazine determination in environmental water samples.
Fig. 8  Calibration graph 
achieved from DPV meas-
urements for different con-
centrations of viloxazine in 
acetate buffer solution (pH 5; 
0.1 mol dm−3), insert: DP vol-
tammograms (subjected to base-
line correction) corresponding 
to each concentration (poten-
tial step 7 mV; pulse width 
20 ms; pulse amplitude 50 mV; 
tacc= 10 s; Eacc = 500 mV)
Table 2  Comparison of methods developed for viloxazine determina-
tion
a Square-wave voltammetry
b Capillary gas chromatography with nitrogen–phosphorus detection
c Gas liquid chromatography with electron capture detection
d Gas chromatography with nitrogen–phosphorus detection
e Gas chromatography with flame ionization
f High-performance liquid chromatography with fluorescence detec-
tion
g High-performance liquid chromatography with UV spectrophoto-
metric detection
Technique Linearity range/
µmol dm−3
LOD/
µmol dm−3
References
DPV (BDD) 0.1–20.0 0.04 This work
SWVa (GCE) 7.0–45.0 0.80 [20]
CGC b 0.4–8.4 0.30 [18]
GLCc 1.0–8.4 0.84 [17]
GCd 0.4–8.4 0.42 [19]
4.2–37.9
GCe 0.4–8.4 0.34 [15]
HPLCf 0.2–4.2 0.11 [14]
HPLCg 0.4–8.4 0.08 [16]
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Conclusion
A novel electroanalytical method for viloxazine determi-
nation using boron-doped diamond (BDD) electrode was 
developed. Application of BDD electrode, instead of com-
monly used glassy carbon electrodes, reduced background 
current, thus enhanced the sensitivity of method and allowed 
for simple, fast, and accurate determination of viloxazine in 
spiked water samples without any special sample pretreat-
ment and any modification of working electrode surface. 
Presented work is second electrochemical method elaborated 
for viloxazine determination, distinguished by the lowest 
limit of detection obtained so far, even in comparison to 
chromatographic methods. The reproducibility is accept-
able, with RSD values lower than 6.1%. Good recovery 
(95.8–98.8%) proves that developed method can be used 
successfully for viloxazine determination in water samples.
Experimental
Apparatus
The voltammetric measurements were conducted with the 
M161 electrochemical analyzer (mtm-anko, Poland). The 
EALab 2.1 software was used for data acquisition. The 
measurements were carried in three-electrode system in 
quartz vessel of 10 cm3 volume covered with a plastic cover 
with four holes that matched the size of each electrode and 
an additional hole for adding standard solution. Boron-doped 
diamond electrode (BDD, Windsor Scientific, Great Brit-
ain) was used as a working electrode, silver chloride elec-
trode with double coat (Ag/AgCl, saturated KCl/2 mol dm−3 
 NaNO3; mtm-anko) played a role of a reference electrode 
and platinum wire placed in Teflon holder was used as an 
auxiliary electrode. Each buffer solution was prepared using 
pH-meter CP-511 with combined glass electrode EPS-1 
(Elmetron, Poland). Ultrasonic bath Sonic-3 (Polsonic, 
Poland) and magnetic stirrer (Wigo, Poland) were also used.
Reagents and materials
All aqueous solutions were prepared with distilled water 
from the HLP 5 system (Hydrolab, Poland) and chemi-
cals of analytical grade purity. The standard stock solu-
tion of 1.0 mmol dm−3 viloxazine (LGC, Great Britain) 
was obtained by dissolving of an appropriate amount 
of drug in 2 cm3 of water and then stored in fridge. The 
0.1 mol dm−3 acetate buffers at pH 4 and 5 were prepared 
by mixing appropriate volumes of acetic acid (POCH, 
Fig. 9  Interference studies. The 
signal changes caused by dif-
ferent concentrations of Triton 
X-100 (light gray) and cetrimo-
nium bromide (dark gray) pre-
sent in acetate buffer solution 
(pH 5; 0.1 mol dm−3) contain-
ing 10 µmol dm−3 viloxazine in 
DPV measurements (potential 
step 7 mV; pulse width 20 ms; 
pulse amplitude 50 mV; 
tacc = 10 s; Eacc= 500 mV)
Table 3  Results of viloxazine determination in spiked water samples
a Mean value (n = 3)
Sample Amount 
added/
µmol dm−3
Amount 
 receiveda/
µmol dm−3
Recoverya/% RSD/%
Vistula water 0.500 0.480 ± 0.024 96.0 ± 4.9 6.1
1.000 0.964 ± 0.030 96.4 ± 3.0 3.8
2.000 1.916 ± 0.079 95.8 ± 3.9 5.0
Tap water 0.500 0.486 ± 0.012 97.2 ± 2.4 3.1
1.000 0.980 ± 0.030 98.0 ± 3.0 3.6
2.000 1.975 ± 0.036 98.8 ± 1.8 2.2
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Poland) and 0.1 mol dm−3 sodium acetate solution (Merck, 
Germany). The phosphate buffers (pH 5, 6, 7, and 8) were 
prepared by mixing appropriate volumes of 0.1 mol dm−3 
disodium hydrogen phosphate solution (POCH, Poland) 
and 0.1 mol dm−3 sodium dihydrogen phosphate solution 
(Chempur, Poland). The 0.1 mol dm−3 ammonium buffers 
at pH 8, 9, and 10 were prepared by mixing appropriate 
volumes of ammonia (Merck, Germany) and 0.1 mol dm−3 
ammonium chloride (Merck, Germany). For interference 
studies potassium chloride (POCH, Poland), sodium nitrate 
(Merck, Germany), magnesium sulfate (Merck, Germany), 
Triton X-100 (Sigma-Aldrich, USA), humic acid (Merck, 
Germany), sodium dodecyl sulfate (Sigma-Aldrich, USA), 
and cetrimonium bromide (Sigma-Aldrich, USA) were used.
Procedure of measurements
Before each measurement series on a given day, the BDD 
electrode was activated by applying the potential of − 3.0 V 
for 15 min in 0.5 mol dm−3 sulfuric acid solution. Between 
subsequent measurements electrode was washed with dis-
tilled water.
For verification of electrochemical behavior of viloxazine 
on boron-doped diamond electrode cyclic voltammetry and 
differential pulse voltammetry were used. The cyclic voltam-
mograms were recorded in the potential range from 0.5 to 
1.4 V with scan rate equal to 0.1 V s−1. The preliminary DP 
voltammograms were registered in the potential range from 
0.5 to 1.55 V with potential step 8 mV, pulse width 40 ms 
(20 ms of waiting time and 20 ms for current sampling time) 
and pulse amplitude 50 mV. Measurements using both tech-
niques were conducted in 5 cm3 of phosphate buffer solution 
at pH 7 and concentration equals 0.1 mol dm−3, as a sup-
porting electrolyte.
The final, quantitative DPV measurements were per-
formed using acetate buffer solution at pH 5 and concentra-
tion of 0.1 mol dm−3 as a supporting electrolyte. Voltam-
mograms were recorded in the anodic direction from 0.5 to 
1.55 V with potential step 7 mV, pulse width 20 ms (10 ms 
of waiting time and 10 ms for current sampling time) and 
pulse amplitude 50 mV. Before each DPV measurement pre-
concentration potential of 0.5 V for 10 s was applied to the 
working electrode. At that time solution in quartz vessel was 
being stirred (ca. 500 rpm) using magnetic stirring bar. For 
viloxazine determination, the standard addition method was 
chosen as a calibration procedure.
Samples preparation
The sample of river water was taken from the Vistula river in 
Krakow, subjected to filtration and stored in the fridge before 
analysis. Tap water sample was taken from the water supply 
network in Krakow and analyzed without previous prepara-
tion. For DPV determination of viloxazine in real sample, 
the solutions were prepared by adding of 2.5 cm3 of spiked 
waters to the 2.5 cm3 of supporting electrolyte.
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